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six  set‐ups  running  at  the  laboratory  for  radiance  calibration,  angular  response  determination, 
spectral  response  characterization,  slit  function  determination  and  absolute  irradiance  calibration 
(vertical and horizontal set‐ups). Each method and procedure has required the development of the 




Durante  los  últimos  años  ha  sido  implementado  un  nuevo  laboratorio  de  calibración  óptica  en  el 
Observatorio  de  Izaña  para  la  caracterización  de  los  instrumentos  de  medida  de  radiación,  en  el 
marco de actividades de  investigación que requieren un estricto control de calidad de  las medidas 
realizadas.  Esta  nueva  instalación  dispone  de  diversos  dispositivos  para  la  calibración  absoluta, 
espectral y de respuesta coseno de los instrumentos radiométricos mencionados anteriormente. En 
este  momento  hay  seis  sistemas  funcionando  en  el  laboratorio  que  permiten  la  calibración  en 
radiancia,  el  cálculo  de  la  respuesta  angular,  la  caracterización  de  la  respuesta  espectral,  la 
determinación de  la  función rendija y, dos de ellos,  la calibración absoluta en  irradiancia (tanto en 
posición  horizontal  como  vertical).  Cada  procedimiento  o  método  de  calibración  ha  requerido  la 













The  high  altitude  Izaña  Atmospheric 
Observatory (IZO) is engaged in several national 
and  international  atmospheric  and 
environmental research networks and programs 
(i.e. GAW, BSRN, AERONET, NDACC, RBCC‐E)  in 
which  is  crucial  a  robust  and  traceable  quality 
assurance  and  quality  control  (QA/QC)  system 
for  the  different  broad  band  radiometers, 
photometers and spectrometers which measure, 
among  other  parameters,  spectral  solar 
radiation,  aerosol  optical  depth  and  total  ozone 
amount. For this reason a new optical calibration 
facility is available at the Izaña Observatory. 
The  new  set‐ups  of  the  optical  calibration 
facility  developed  at  the  Izaña  Observatory  are 
the  result  of  a  joint  effort  of  the  Izaña 
Atmospheric  Research  Center  (IARC‐AEMET) 
and the Atmospheric Optics Group of Valladolid 
University  (GOA‐UVA).  The  six  set‐ups  running 
at present  in an  isolated dark room at  IZO have 
being designed for determination of the absolute 
(radiance  and  irradiance),  spectral  and  cosine 
response calibration of  the  radiation measuring 






built  in  a  modular  way,  and  the  control  and 
acquisition  software  have  been  developed  such 
way  the  calibration  facility  could  be  easily 
adapted  and  meet  the  specific  requirements  of 
each  program.  Each  calibration  method  and 
procedure has  required  the development of  the 
corresponding written protocol. 
Each  one  of  the  calibration  systems  are 







One  of  them  has  been  designed  for  the 
calibration  of  the  instruments  in  a  horizontal 




system.  Mainly  this  system  is  used  for 
calibration  of  the  radiometers  belonging  to  the 
Baseline Surface Radiation Network at Izaña. 
However  there  are  big  and  heavy 
instruments,  such  as  the  Brewer 
spectrophotometer, that can not be calibrated in 
that  horizontal  oriented  position.  That  is  the 
reason  why  a  second  absolute  irradiance 
calibration system has been developed allowing 
the  calibration  in  a  vertical  oriented  position 
(Fig.  2).  The  degrees  of  freedom  of  this  set‐up 









Therefore  the  horizontal  set‐up  is  used  to 
calibrate the smaller instruments (pyranometers 
and  multifilter  radiometers)  while  the  larger 
ones  (Brewer  and  Bentham  spectrometers)  are 
calibrated using the vertical set‐up. 
The  basis  of  the  absolute  irradiance  scale 
consists on a set of DXW‐type 1000 W lamps (for 
vertical  set‐up)  and  1000  W  FEL  lamps  (for 
horizontal  set‐up)  traceable  to  the  primary 
irradiance  standard  of  the  Physikalisch‐
Technische  Bundesanstalt  (PTB).  The  accuracy 
of  the  current  intensity  of  the  lamp  during  the 
calibration and the distance between the optical 
entrance  of  the  instrument  and  the  lamp  are 
tightly controlled. 
2.b. Absolute radiance calibration 
This  system  has  been  developed  for  the 
instruments  which  perform  sky  radiance 
measurements as  the Cimel sun photometers of 
the  AERONET‐PHOTONS‐RIMA  networks  (Fig. 
3). 




Standards  and  Technology  (NIST)  and  three 
times  a  year  a  recalibration  of  the  sphere  is 
accomplished  by  comparison  to  the  travel 
Master  Cimel  sun  photometer  of  the  National 
Aeronautics  and  Space  Administration  (NASA). 
The accuracy of  the calibration  is dependent on 
the  stability  of  the  radiance  emission  and  the 
alignment between  the  sphere and  the detector 
to be calibrated. 
2.c. Angular response calibration 
The  irradiance  measurements  require  the 
detector  to weight  incoming  radiation with  the 
cosine of  the  incoming  angle  relative  to normal 
incidence  [1].  This  set‐up  (Fig.  4)  is  used  to 
quantify  the  deviations  from  an  ideal  cosine 
response  of  radiometer  and  spectrophotometer 
measurements. 
The  relative  angular  response  function  is 
measured  rotating  the  mechanical  arm  where 
the seasoned DXW‐type 1000 W lamp is located. 
The  rotation  is  controlled  by  a  stepper  motor 
with  0.01º  of  precision.  Rotation  over  360º  is 
possible but only ±90º of rotation is used for the 
calibration  while  the  instrument  is  illuminated 
by  the  uniform  and  parallel  light  beam  of  the 
lamp. 
 
Fig.  3.  Radiance  calibration  set‐up  with  a  cimel  sun‐
photometer. 
 






Radiation  measurements  with  broadband  filter 
radiometers  fundamentally  depend  on  the 
relationship  between  the  measured  radiation 
spectrum  and  the  spectral  responsivity  of  the 
radiometer [1]. 
The relative spectral response set‐up consists 
of  an  Optronic  double  monochromator  OL  750 
(Fig. 5). The wavelength can be selected through 
three gratings within the range 200 to 1100 nm 
with  a  precision  of  0.1  nm.  An OL  740‐20  light 
source  (Fig.  5)  positioned  in  front  of  the 
entrance  slit  acts  as  radiation  source  and  two 
lamps,  UV  (200‐400  nm)  and  tungsten  (250‐
2500 nm) are available. 
2.e. Slit function determination 
Differences  in  the  slit  function,  particularly  in 
the Full Width at Half Maximum (FWHM), cause 
a reproducible spectral noise when spectra from 
different  instruments  are  compared. 






account  for  these  problems  in  comparing  data 
from  different  instruments  [2].  The 
deconvolution  of  a  measured  spectrum  is 
performed  using  the  slit  function  of  the 
instrument or, at least, its FWHM. 
At the laboratory the slit function calculation 
is  done  illuminating  the  entrance  slit  of 
instruments,  such  as  Brewer  and  Bentham 
spectrometers, with  the monochromatic  light of 









The  results  of  the  calibration  of  the  Cimel#380 
performed on September 11th, 2009 are shown 
here as an example (Fig. 7). Two measurements 
in  the  morning  and  two  ones  in  the  afternoon 
were  performed.  The  aureole  and  the  sky 
calibration  are  taken  as  valid  ones  when  the 
standard  deviation  of  all  the measurements    is 
less  than  1%  (Tables  I  and  II).  The  files 
containing  the calibration  factors are  submitted 






performed  on  March  10th,  2010  are  shown  in 
Fig.  9.  The  intensity  and  the  voltage  applied  to 
the  lamp  (Fig. 8)  and  several parameters of  the 








Time  1020 nm  870 nm  670 nm  440 nm 
9:48:31  0.019529  0.014046  0.019755  0.033614 
9:58:14  0.019497  0.014035  0.019741  0.033593 
14:39:04  0.019396  0.014002  0.019711  0.033542 
14:51:16  0.019361  0.01399  0.019695  0.033506 
Mean  0.019446 0.014018 0.019726 0.033564
St Dev(%)  0.411559 0.189308 0.138867 0.145846
TABLE II 
Sky radiance calibration factors 
Time  1020 nm  870 nm  670 nm  440 nm 
9:48:31  0.004445  0.002957  0.004017  0.008079 
9:58:14  0.004437  0.002955  0.004014  0.00807 
14:39:04  0.004407  0.002947  0.004002  0.008046 
14:51:16  0.004398  0.002946  0.003998  0.008038 
Mean  0.004422 0.002951 0.004008 0.008058
St Dev(%)  0.514844 0.188404 0.229026 0.240712
 
Finally  the  ultraviolet  response  was 
calculated (Fig. 9) to apply it to the UV radiation 
measurements of this instrument. 
 Fig.  8.  Intensity  and  voltage  applied  to  the  lamp  (vertical 
black lines show the interval time of calibration). 
 Fig. 9. UV response of the Brewer#201. The “break” at about 
3500 Å  is due to a change  in  the position of  the slitmask to 
measure the larger wavelengths. 
 




A  new  optical  calibration  facility  is  available  at 
the  Izaña  Observatory.  At  present,  six  set‐ups 
have  been  developed  for  the  absolute,  spectral 
and cosine response calibration of the radiation 
measuring  instruments  installed  at  IZO.  This 
facility  allows  a  better  Quality  Assurance  & 
Quality  Control  of  the  radiation measurements. 
The systems are used for periodical calibrations 
of  radiometers,  spectroradiometers  and 
sunphotometers  involved  in  research  activities 
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